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Abstract. The main objective of this study is to compare
the erythemal UV irradiance (UVER) and spectral UV ir-
radiances (at 305, 310 and 324nm) from the Ozone Mon-
itoring Instrument (OMI) onboard NASA EOS/Aura polar
sun-synchronous satellite (launched in July 2004, local equa-
tor crossing time 01:45p.m.) with ground-based measure-
ments from the Brewer spectrophotometer #150 located at El
Arenosillo (South of Spain). The analyzed period comprises
more than four years, from October 2004 to December 2008.
The effects of several factors (clouds, aerosols and the solar
elevation) on OMI-Brewer comparisons were analyzed. The
proxies used for each factor were: OMI Lambertian Equiva-
lent Reﬂectivity (LER) at 360nm (clouds), the aerosol opti-
cal depth (AOD) at 440nm measured from the ground-based
Cimel sun-photometer (http://aeronet.gsfc.nasa.gov), and so-
lar zenith angle (SZA) at OMI overpass time. The com-
parison for all sky conditions reveals positive biases (OMI
higher than Brewer) 12.3% for UVER, 14.2% for UV irra-
diance at 305nm, 10.6% for 310nm and 8.7% for 324nm.
The OMI-Brewer root mean square error (RMSE) is reduced
when cloudy cases are removed from the analysis, (e.g.,
RMSE∼20% for all sky conditions and RMSE smaller than
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10% for cloud-free conditions). However, the biases remain
and even become more signiﬁcant for the cloud-free cases
with respect to all sky conditions. The mentioned overesti-
mation is partially due to aerosol extinction inﬂuence. In ad-
dition, the differences OMI-Brewer typically decrease with
SZA except days with high aerosol loading, when the bias is
near constant. The seasonal dependence of the OMI-Brewer
difference for cloud-free conditions is driven by aerosol cli-
matology.
To account for the aerosol effect, a ﬁrst evaluation in order
to compare with previous TOMS results (Ant´ on et al., 2007)
was performed. This comparison shows that the OMI bias is
between +14% and +19% for UVER and spectral UV irra-
diances for moderately-high aerosol load (AOD>0.25). The
OMI bias is decreased by a factor of 2 (the typical bias varies
from +8% to +12%) under cloud-free and low aerosol load
conditions (AOD<0.1). More detailed analysis of absorbing
aerosols inﬂuence on OMI bias at our station is presented in
a companion paper (Cachorro et al., 2010).
1 Introduction
The study of ultraviolet (UV) solar radiation reaching the
Earth’s surface has achieved a notable interest in the last
decades. This is due to concerns related to the well-known
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ozone depletion (WMO, 2006). Thus, it is of great impor-
tance to continue high accuracy UV radiation measurements
at different locations. Satellite UV data complement ground-
based measurements providing global daily maps with uni-
form geographical coverage from a single instrument. The
continuous validation of satellite UV data with ground-based
measurements from well-calibrated and well-maintained in-
struments is an essential task for assessing the quality and
accuracy of satellite data and to identify local to regional spe-
ciﬁc sources of uncertainty (e.g., Arola et al., 2005; Tanska-
nen et al., 2007).
Ozone Monitoring Instrument (OMI) (Levelt et al., 2006),
launched in July 2004, is the successor to the Total Ozone
Mapping Spectrometer (TOMS) instruments. In the last
decade, the UV irradiance products from TOMS has been ex-
tensively compared with ground measurements mostly using
Brewer spectrophotometers (Kalliskota et al., 2000; McKen-
zie et al., 2001; Chubarova et al., 2002; Sabburg et al.,
2002; Fioletov et al., 2004; Cede et al., 2004; Meloni et al.,
2005; Arola et al., 2005; Kazantzidis et al., 2006). These
works revealed that the satellite UV data overestimate the
ground-based measurements in many locations. The work of
Ant´ on et al. (2007) compared the erythemal UV irradiance
(UVER) derived from TOMS with Brewer measurements at
El Arenosillo (South Spain) under different sky conditions.
This work showed that TOMS overestimates the UVER data
by 12% during cloud-free days, and the bias increases with
the aerosol load.
The ﬁrst comprehensive validation of the OMI UV prod-
ucts can be found in Tanskanen et al. (2007), which
shows good agreement between OMI-derived daily eryther-
mal doses and the daily doses calculated from the ground-
based spectral UV measurements from 18 reference sta-
tions in Europe, Canada, Japan, USA and Antarctic. How-
ever, for OMI the bias increased up to 50% for sites af-
fected by absorbing aerosols or trace gases. In addition,
Buchard et al. (2008) compared the UV irradiance prod-
ucts from OMI with ground-based measurements recorded
at two French locations, showing that the bias is less than
15% for clear sky conditions. Ialongo et al. (2008) showed
that OMI UV data overestimate ground-based UVER val-
ues measured from both Brewer spectrophotometer and YES
broadband radiometer (biases about 20%) at Rome (Italy).
Weihs et al. (2008) showed that OMI-Brewer differences
can reach +50% under overcast conditions during a valida-
tion campaign in the region of Vienna (Austria). Kazadzis
et al. (2009) compared UV irradiance products from OMI
against ground-based Brewer measurements at Thessaloniki
(Greece), showing that OMI overestimates UV spectral ir-
radiances by 30%, 17% and 13% for 305nm, 324nm, and
380nm, respectively.
Within this framework, this paper aims to compare UV
irradiances derived from OMI (collection 3) with UV irradi-
ances measured by the Brewer spectrophotometer #150 lo-
cated at El Arenosillo. The period of study extends from
October 2004 to December 2008. The effects of clouds and
aerosols on the OMI-Brewer UV differences are analyzed in
detail. El Arenosillo station is an ideal location for OMI val-
idation studies because of its high number of cloud-free days
per year and the moderate frequency of desert dust outbreaks
from Africa (Toledano et al., 2007a).
The paper is organized as follows. The ground and
satellite-based measurements are described in Sect. 2. Sec-
tion 3 introduces the methodology. The results and discus-
sion are presented in Sect. 4 and, ﬁnally, Sect. 5 summarizes
main conclusions.
2 Data
2.1 Satellite observations
The OMI satellite instrument is a contribution of the Nether-
lands’ Agency for Aerospace Programs (NIVR) in collab-
oration with the Finnish Meteorological Institute (FMI). It
is on board the NASA EOS/Aura platform launched in July
2004 (Schoeberl et al., 2006). This remote sensing UV spec-
trometer continues currently long-term ozone measurements
by NASA Total Ozone Mapping Spectrometer (TOMS) in-
strument which was operative on board of two satellites:
Nimbus-7 (1978–1993) and Earth Probe (EP) (1996–2005).
The OMI instrument is a nadir viewing spectrometer that
measures solar reﬂected and backscattered radiation in the
wavelength range from 270nm to 500nm with a spectral res-
olution of 0.55nm in the ultraviolet and 0.63nm in the visi-
ble. The instrument has a 2600km wide viewing swath and
it is capable of daily global contiguous mapping.
The OMI surface UV algorithm (OMUVB) is based on the
TOMS UV algorithm developed at NASA Goddard Space
Flight Center (GSFC) (Krotkov et al., 1998, 2001). This
algorithm estimates the surface UV irradiance from lookup
tables (LUTs) obtained by a radiative transfer model using
the OMI-derived total ozone, surface albedo and cloud infor-
mation as input parameters for modelling (Tanskanen et al.,
2006, 2007).
In this study, the following OMUVB products are
used: OPEDRate (Overpass Erythemal Dose Rate), and
OPIrd305, OPIrd310, OPIrd324 (Overpass Irradiance at
305nm, 310nm and 324nm, respectively). In addition,
OMUVB dataset contains LambEquRef (Lambertian Equiv-
alent Reﬂectivity at 360nm) which is used for cloud char-
acterization. All these OMUVB products are obtained us-
ing the new version of the OMI level 1 (radiance and ir-
radiance) and level 2 (atmospheric data products) data set
named collection 3. This new version takes advantage of
a coherent calibration and revised dark current correction
(see NASA DISC site http://disc.gsfc.nasa.gov/Aura/OMI/
for OMI level 2 data. and Aura Validation data Center site at
http://avdc.gsfc.nasa.gov for the OMI station overpass data).
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2.2 Ground-based data
The Brewer MK-III double monochromator spectropho-
tometer #150 measures global UV spectral irradiance be-
tween 290 and 363nm with spectral resolution (FWHM)
∼0.6nm, and wavelength accuracy of 0.05nm. A complete
wavelength scan takes 4.5min. The spectrophotometer is pe-
riodically calibrated by comparison with a quartz-halogen
NIST-traceable standard lamp (1000 W DXW type). This
lamp presents an uncertainty of 1.56% at 250nm and 1.12%
at 350nm. This calibration transfer results in uncertainties of
±5% in the Brewer spectral irradiance measurements (Vila-
plana, 2004). In addition, the Brewer #150 is inter-compared
every two years against the transportable Quality Assurance
of Spectral Ultraviolet Measurements in Europe (QASUME)
referencespectrophotometer(Gr¨ obneretal., 2005). Allthese
calibration processes guarantee the ∼5% accuracy of the
Brewer UV spectral measurements used in this study. Fi-
nally, a cosine correction has been applied to the measure-
ments using a technique described in the work of Ant´ on et
al. (2008).
To analyze the aerosol effect on the bias of the OMUVB
products, measurements from the automatic CIMEL sun- sky
photometer were used. The instrument belongs to RIMA-
PHOTONS networks as part of the NASA AERONET net-
work (http://aeronet.gsfc.nasa.gov). The CIMEL sun pho-
tometer measures direct sun and sky radiation at four wave-
length channels, 440, 670, 870 and 1020nm (10nm FWHM
for the visible channels) (Holben et al., 1998). The auto-
matic cloud screening algorithm is applied to the raw data
resulted in level 1.5 products (Smirnov et al., 2000). Aerosol
optical depth (AOD) and the ˚ Angstr¨ om coefﬁcient (α) from
the AERONET direct sun data were analyzed to characterize
the aerosol load and type similarly to Cachorro et al. (2006,
2008) and Toledano et al. (2007b).
The ground-based instruments are located at the “El
Arenosillo” Atmospheric Sounding Station (ESAt-El
Arenosillo). This station belongs to the Earth Observation,
Remote Sensing and Atmosphere Department, National
Institute of Aerospace Technology of Spain (INTA). It is
located in the Gulf of Cadiz near the coast in Mazag´ on,
Huelva, Spain (37.1◦ N, 6.7◦ W, 20ma.s.l.). This site par-
ticipates in the Global Ozone Observing System (GO3OS)
of the Global Atmosphere Watch (GAW) program of World
Meteorological Organization (WMO) as station #213. Data
gathering, retrieval and reporting procedures at these stations
are standardized by the WMO quality assurance procedures.
3 Methodology
The UV irradiance weighted with the erythemal action
spectrum adopted by the Commission Internationale de
l’Eclairage (CIE) (McKinlay and Diffey, 1987) (denoted as
UVER) and absolute spectral UV irradiances (Watts/nm/m2)
(at 305nm, 310nm and 324nm) were used for the compari-
son between OMUVB products and Brewer measurements.
InordertoobtainUVERdatafromtheBrewerspectropho-
tometer, its measurements’ range has to be expanded from
363nm (actual limit of the measurements of this instrument)
up to 400nm (upper limit of the CIE standard spectrum).
This correction is performed by the software developed by
Martin Stanek at the Solar and Ozone Observatory of the
Czech Hydrometeorological Institute (Stanek, 2007). An
empirical correction of this error can be found in the work
of Vilaplana et al. (2006).
For each day of Brewer observations the single OMI
ground pixel most closely collocated with El Arenosillo sta-
tion is selected as the best match. Thus, in this work, we
used daily OMI pixels with centers from 0.1km to 48km
from the site, being the average value 11.5 km. In addi-
tion, in this comparison we used the Brewer UV-scan closest
in time to the OMI overpass at ∼13:45. The average time
difference between the Brewer measurements and the OMI
overpass is only 6min. The OMI-Brewer data with time dif-
ferences higher than 15min (∼5% of all data) are removed
in the comparison.
To select cloud-free conditions, the OMI Lambertian
Equivalent Reﬂectivity (LER) at 360nm was used. Thus, a
dayisconsideredcloud-freeduringOMIoverpasswhenLER
is lower than 10% (Kalliskota et al., 2000). The percentage
of such cloud-free days is about 50% of the total amount of
days at El Arenosillo station.
High aerosol events were identiﬁed according to the
aerosol optical depth (AOD) measured with CIMEL sun-
photometer. Unfortunately, this instrument was not equipped
with UV ﬁlters during the period of study, being the
channel that observes light with the shortest wavelength
(FWHM=10nm). In order to examine the effects of aerosols
on the differences between satellite and ground-based near-
noon CIE irradiances, AOD440 was daily averaged between
12:30 and 14:30 solar time on each day.
To investigate the effect of clouds and aerosols on the OMI
bias, the following four datasets were analyzed:
Dataset 1: all sky conditions.
Dataset 2: all cloud-free cases (LER<10%).
Dataset 3: cloud-free cases with low aerosol load
(LER<10% and AOD440<0.1).
Dataset 4: cloud-free cases with moderate-high aerosol
load (LER<10% and AOD440>0.25).
The selection of these data sets is based on a previous anal-
ysis of TOMS irradiance data (e.g., Ant´ on et al., 2007). Re-
gression analysis was performed separately for each subset
and statistics such as the mean bias error (MBE) and the
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mean absolute bias error (MABE) were calculated. These
statistics are obtained by the following expressions:
MBE=100·
1
N
N X
i=1
OMI−Brewer
OMI
(1)
MABE=100·
1
N
N X
i=1
|OMI−Brewer|
OMI
(2)
In order to take into account the different number of data
used in each dataset, the uncertainty of MBE and MABE is
characterized by the standard error (SE), deﬁned as:
SE=
SD
√
N
(3)
where SD is the standard deviation and N is the number of
data in each dataset.
4 Results and discussion
4.1 All sky conditions
Initially the OMUVB products were compared with simul-
taneous measurements performed by the Brewer spectropho-
tometer #150 for all sky conditions. The number of days
analyzed is 1272 during the period of study: October 2004–
December 2008 (80% of the total days).
The results of the correlation between OMUVB and
Brewer data are presented in Table 1. The regression anal-
ysis shows positive OMUVB bias characterized by regres-
sion slopes of 1.13 (UVER), 1.15 (UV 305nm), and 1.09
(UV 310nm), and 1.02 (UV 324nm), and with correlation
coefﬁcients higher than 0.90. The RMSE statistics (residual
error of the ﬁt) is between 20% and 23%, being larger for
shorter wavelengths in agreement with the work of Kazadzis
et al. (2009). As an example for this dataset, Fig. 1a shows
the scatter plot for UVER data. The scatter plots for the
spectral UV irradiances at the three wavelengths (not shown)
present a very similar behavior.
Table 2 shows the parameters obtained from the relative
OMI-Brewer differences. The positive sign of the MBE
means that all OMUVB products overestimate on average
the ground-based measurements. This average overesti-
mation is (12.27±0.50)% for UVER data and varies from
(8.69±0.51)% for UV at 324nm to (14.24±0.52)% for UV
at 305 nm. In addition, the MABE parameter is between
13.6% for UV at 324nm and 17.6% for UV at 305nm. The
uncertainty of this last parameter is lower than 0.5%, indicat-
ing the statistical signiﬁcance of the values.
In this work, the OMI Lambertian Equivalent Reﬂectivity
(LER) at 360nm is used as proxy for analyzing the inﬂuence
of cloudiness on the OMI-Brewer comparison. Using bins
of size 5%, Fig. 2 shows the MBE as a function of LER.
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Fig. 1. (a) Correlation between OMI and Brewer UV products
for all-sky conditions (dataset #1) for the UV irradiance weighted
by the CIE spectrum (UVER); (b) for cloud-free sky condition or
dataset #2; (c) dataset #3 and (d) dataset #4. The solid line is the
least square linear regression line, and the dashed line symbolizes
the ideal correlation of unit slope.
Error bars represent the standard errors (SE) of the bin that
are plotted for UVER only for clarity.
The ﬁgure shows that the MBE parameter for UVER and
the three spectral irradiances presents a stable behaviour
on LER for low values of this proxy: MBE∼5%–15% for
LER<45%. It can be seen a minimum value of MBE for
LER∼50% (biases have both positive and negative values).
In addition, it is appreciable an increase of the relative differ-
ences for high LER values (thick clouds or high cloud optical
depth) with a signiﬁcant noise increase (larger error bars) in
agreement with previous TOMS studies (i.e., Kalliskota et
al., 2000; Chubarova et al., 2002; Cede et al., 2004; Ant´ on et
al., 2007). However we must emphasize that at our site the
frequency of days with LER>50% (8%) is much lower than
cloud-free days (55% of days with LER<10%).
This result is related to the fact that the OMUVB prod-
ucts are an average over a satellite pixel (13 by 24km for
nadir viewing and ∼50km off-nadir viewing directions).
Thus, variability of cloudiness within the satellite pixel can
lead to a signiﬁcant difference between ground-based (a sin-
gle point) and OMUVB data (pixel) (Weihs et al., 2008).
Deﬁning a criterion to select cloud-free conditions only us-
ing satellite information is a difﬁcult issue. According to
Kalliskota et al. (2000), days with LER<10% could be con-
sidered cloud-free, being 719 cloud-free days at our site
(∼55% of all days). This percentage conﬁrms the preva-
lence of cloudless situations over the El Arenosillo station.
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Table 1. Results of linear regression analysis between OMI and Brewer UV products for all sky conditions (dataset #1), cloud-free conditions
(dataset #2), cloud-free cases with low aerosol load (dataset #3), and cloud-free cases with moderate-high aerosol load (dataset #4). The
parameters are the following: the slope of the regression, the standard error (SE) of the slope, the Y intercept, the SE of the Y intercept, the
correlation coefﬁcients (R2), and the root mean square errors (RMSE).
DATASET #1
Slope SE Y intercept SE(Y intercept) R2 RMSE
(Slope) (mW/m2) (mW/m2) (%)
UVER 1.13 0.01 2.51 0.96 0.94 20.7
UV 305 1.15 0.01 0.91 0.24 0.95 23.2
UV 310 1.09 0.01 2.11 0.51 0.94 21.1
UV 324 1.02 0.01 20.08 2.66 0.90 19.8
DATASET #2
UVER 1.17 0.01 −0.94 0.97 0.98 7.3
UV 305 1.17 0.01 0.27 0.25 0.98 8.9
UV 310 1.13 0.01 0.37 0.50 0.97 7.7
UV 324 1.09 0.01 7.13 2.51 0.96 6.6
DATASET #3
UVER 1.14 0.01 −0.79 1.14 0.98 7.0
UV 305 1.14 0.01 0.26 0.29 0.98 8.9
UV 310 1.11 0.01 0.10 0.58 0.98 7.3
UV 324 1.08 0.01 4.53 3.14 0.97 7.3
DATASET #4
UVER 1.19 0.03 5.38 4.84 0.95 7.2
UV 305 1.21 0.03 1.33 1.18 0.96 8.0
UV 310 1.13 0.03 5.27 2.53 0.94 7.7
UV 324 1.02 0.04 46.42 12.44 0.89 7.0
However, if Cimel AOD data are used to deﬁne cloud-free
conditions at our station, then the cloud-free days repre-
sents a percentage of 68% of all days. Applying both OMI
and AERONET cloud-screening reduces the percentage of
cloud-free days to ∼49% of all days. Therefore, the selec-
tion of cloudy or cloud-free situations using only OMI LER
data presents an inherent uncertainty, as it allows sub-pixel
clouds.
Previous OMUVB validation studies (e.g., Taskanen et al.,
2007; Buchard et al., 2008; Ialongo et al., 2008) were per-
formed at solar noon. Since the difference in atmospheric
conditions (clouds, aerosols) between local noon and OMI
overpass time (∼01:45p.m.) can affect such comparisons
(Ialongo et al., 2008) here the OMI-Brewer comparisons
were performed at the OMI overpass time.
4.2 Data set 2: cloud-free conditions
For this data set the OMI versus Brewer correlation results
for all OMUVB products are shown in Table 1. Figure 1b
shows the correlation plot for UVER data (similar plots for
the spectral UV wavelengths not shown). Compared with
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Fig. 2. Dependence of the relative difference between OMI and
Brewer UV products with respect to the OMI Lambertian Equiva-
lent Reﬂectivity (LER) at 360nm for all sky conditions (dataset #1)
taking binned data. The size of the bins is 5%.
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all sky conditions (Fig. 1a) the noise is considerably smaller
andcorrelationistighter. Thestatisticalparametersshowthat
agreement is excellent for all OMUVB products. The noise
is also signiﬁcantly lower for cloud-free days (RMSE lower
than 10%) than for all sky conditions (RMSE higher than
20%), whichisconsistentwiththeassumptionthatcloudsare
the main source for the scatter between satellite and ground-
based UV data. Table 2 presents the statistical parameters of
the relative differences between satellite and ground-based
data, showing that the biases remain and even become more
signiﬁcant for this cloud-free dataset #2. This ﬁnding is re-
lated to the absence of the cloudiness compensating effect
occurred for dataset #1 (see Fig. 2).
Total ozone column (TOC) data retrieved from OMI-
TOMS algorithm (Bhartia and Wellemeyer, 2002) were also
compared with Brewer TOC measurements at El Arenosillo
for this dataset (not shown). Although the correlation be-
tween satellite and ground-based TOC data is excellent
(R2∼0.99), OMI total ozone data are on average 1.31%
smaller than Brewer measurements. This result agrees with
the work of Ant´ on et al. (2009) which validated OMI ozone
products with ground-based observations from network of
Spanish Brewer spectrophotometers for the period 2005–
2007. A notable underestimation of TOC values from OMI
algorithm could potentially explain the overestimation found
for the OMUVB products (especially for the shortest wave-
lengths), since the OMUVB algorithm uses the TOC values
from OMI-TOMS as input. Nevertheless, it is clear that the
small TOC underestimation found in this work (1.31%) can-
not explain 13% bias in UV data.
Using AOD data from collocated CIMEL sun-photometer,
we analyzed the OMI-Brewer bias (MBE) as a function of
the AOD for cloud-free days similarly to the previous analy-
sis using TOMS UV data (e.g., Ant´ on et al., 2008). Figure 3
(top) shows a weak relationship between the relative differ-
ences in UV and AOD, with a correlation coefﬁcient ∼ 0.4.
Arola et al. (2005) previously studied TOMS surface UV
bias at 324nm as function of aerosol column absorption
optical depth (AAOD). They reported a signiﬁcant corre-
lation (about 0.8) higher than the one found in this study.
Kazantzidis et al. (2006) made the same studies but with
AOD and they found a correlation greater than 0.65. Buchard
et al. (2008) also analyzed relationship between the AOD and
the OMI-surface UV bias, founding correlation coefﬁcient is
about 0.6, while Ialongo et al. (2008) found similar correla-
tion (R2 ∼0.5) at SZA larger than 55 degrees.
Figure 3 (bottom) shows MBE as function of AOD, bin-
ning the data with a 0.1 AOD bins. Larger relative UV dif-
ferences correspond to larger AOD. As seen from the ﬁgure
the OMI UV bias increases with increase in AOD, in agree-
ment with earlier ﬁndings. Therefore, under cloud-free con-
ditions aerosol is the major parameter affecting the bias in
satellite derived UV irradiance. This can be explained by the
fact that OMUVB algorithm does not properly account for
the absorbing aerosols in the boundary layer (Krotkov et al.,
Table 2. Statistical parameters of relative differences between OMI
and Brewer UV products irradiances for all sky conditions (dataset
#1), cloud-free conditions (dataset #2), cloud-free cases with low
aerosol load (dataset #3), and cloud-free cases with moderate-high
aerosol load (dataset #4). The parameters are the following: the
number of data (N), the mean bias error (MBE), the standard error
(SE) of the MBE, the mean absolute bias error (MABE), and the SE
of the MABE.
DATASET #1
N MBE SE (MBE) MABE SE (MABE)
(%) (%) (%) (%)
UVER 1272 +12.27 0.50 15.96 0.41
UV 305 1272 +14.24 0.52 17.61 0.42
UV 310 1272 +10.64 0.51 14.94 0.42
UV 324 1272 +8.69 0.51 13.62 0.41
DATASET #2
UVER 703 +13.01 0.24 13.13 0.23
UV 305 703 +14.46 0.26 14.66 0.25
UV 310 703 +11.37 0.25 11.59 0.23
UV 324 703 +10.02 0.22 10.26 0.20
DATASET #3
UVER 304 +10.87 0.36 11.13 0.33
UV 305 304 +12.18 0.41 12.59 0.37
UV 310 304 +9.22 0.37 9.66 0.33
UV 324 304 +8.43 0.33 8.83 0.30
DATASET #4
UVER 94 +18.22 0.58 18.22 0.58
UV 305 94 +19.28 0.61 19.28 0.61
UV 310 94 +16.54 0.61 16.54 0.61
UV 324 94 +14.52 0.60 14.52 0.60
2005; Taskanen et al., 2007; Arola et al., 2009). Spectrally
the largest UV differences occur at the shortest wavelengths
(Fig. 3, bottom) where the uncertainly in both satellite algo-
rithm and Brewer instrument are higher (Kazantzidis et al.,
2006).
4.3 Data set 3: cloud-free conditions with low aerosol
load
The number of pair of cases OMI-Brewer selected for this
dataset is 304, representing the 23% of all days within the an-
alyzed period. The atmospheric conditions corresponding to
this dataset are more similar to the model assumptions used
in the OMUVB algorithm and, therefore, a better agreement
with ground-based measurements is expected.
Figure 1c shows the scatter plot between OMI and Brewer
for UVER data. Similar plots were elaborated for spectral
UV irradiances at 305, 310 and 324nm (not shown). All
scatter plots show positive OMI bias and an excellent corre-
lation for the four cases (R2 ∼0.98) as illustrated in Table 1
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which also shows statistical errors of the slope and the inter-
cept. These results indicate that the overestimation found in
the OMUVB products is clearly reduced for cloud-free and
aerosol-free sky conditions. These results agree with early
TOMS UV validation studies (Krotkov et al., 1998; Cede et
al., 2004; Ant´ on et al., 2007).
Table 1 shows that the RMSE values for this dataset are
lower than results obtained for all sky conditions. Thus, for
UVERcomparison, theRMSEdecreasesfrom20.7%(allsky
conditions) down to 7.0% (cloud-free cases with low aerosol
load). To summarize, the cloudiness and aerosols explain a
percentage of RMSE variation of 65% for UVER, 62% for
UV irradiance at 305nm, 65% for UV irradiance at 310nm
and 69% for the UV irradiance at 324nm.
Table 2 shows statistical parameters of the relative differ-
ences between Brewer and OMUVB products. It can be seen
the signiﬁcant decrease in the MBE and MABE parameters
when cases with low aerosol load are selected. It is remark-
able that the MBE and MABE values are similar for spec-
tral UV irradiance at 310nm and 324nm, suggesting that the
OMI-Brewer differences are not related to ozone absorption,
in agreement to the explanation given in Sect. 4.2.
It should be noted that not all of this bias is due to the
OMUVB algorithm, but also due to the Brewer measurement
uncertainties related to the cosine response, absolute calibra-
tion, etc. Furthermore, note that also a 2–3% of bias is also
due to the differences between the modelled OMUVB algo-
rithm data and Brewer measurements under cloud-free con-
ditions.
4.4 Data set 4: cloud-free conditions with
moderate-high aerosol load
The number of days selected for this dataset is 90, repre-
senting 7% of the whole cloud-free dataset. The cases with
moderate-high aerosol optical depth have been analyzed ac-
cording to the aerosol climatology in our area (Toledano,
2005; Cachorro et al., 2006; Toledano et al., 2007b).
Figure 1d shows the scatter plot of OMI versus Brewer
UVER data. The UVER and spectral UV data (not shown)
present a notable OMI overestimation, but the correlation re-
mains signiﬁcant (R2 between 0.89 and 0.96, and RMSE val-
ues between 7.0 % and 8.0%). Other informative parameters
of the regression are shown in Tables 1 and 2.
It can be seen from the Table 2 for this dataset the MBE
and MABE parameters more strongly depend on UV wave-
length (as wavelength decreases, MABE increases). This
wavelength dependence of OMI-Brewer bias for moderate-
high aerosol load may be partially attributed to the aerosol
inﬂuence over the OMUVB products. Aerosols can also in-
crease effective absorption path for tropospheric ozone and
other anthropogenic gases causing more effective UV re-
duction at shorter UV wavelengths (Bernard et al., 2003;
Kaskaoutis et al., 2006; Badarinath et al., 2007).
If the statistical parameters obtained for the dataset #3
and #4 are compared (Tables 1 and 2), it can be seen that
the RMSE, MBE and MABE parameters are signiﬁcantly
higher for the dataset #4 than for the dataset #3. Thus, for
UVER comparison, the MBE is (+10.87±0.36)% for low
aerosol loading cases, and (+18.22±0.58)% for high aerosol
load. This overestimation is mainly due to the fact that cur-
rent OMUVB algorithm assumes no absorbing aerosols in
the boundary layer. This assumption produces two effects
over OMUVB algorithm during high aerosol load condi-
tions. Firstly, the obvious UV radiation overestimation due
to the neglected aerosol absorption, and secondly, an under-
estimation of the effective cloud optical depth (COD). This
parameter is obtained by OMI measurements of the top-of-
the-atmosphere radiance at 360nm, which is reduced by the
presence of absorbing aerosol in the troposphere. Since the
obtained COD is used to determine the spectral transmis-
sion of UV irradiance relative to the clear sky conditions, the
COD underestimation by OMI for high aerosol load condi-
tions produces an additional overestimation in UV radiation
products (Krotkov et al., 1998, 2001, 2002).
Our results are in concordance with the study of Weihs
et al. (2008) who reported an increase in the ratio of OMI
UVER data to the ground measured UVER as a function of
AOD at 368nm. This ratio increased from 1.05 (AOD=0.15)
to 1.35 (AOD=0.6). Several studies (e.g., Krotkov et al.,
2004, 2005; Arola et al., 2005; Kazadzis et al., 2009) have
suggested off-line corrections for absorbing aerosols if the
AAOT (absorbing aerosol optical thickness) is known or can
be estimated at the site. In this sense, Arola et al. (2009)
have recently proposed a correction for absorbing aerosols
by using global monthly aerosol climatology and applying
the parameterization suggested by Krotkov et al. (2005). The
problem is that currently, there are no standard methods for
measuring AAOT (or aerosol single-scattering albedo, SSA)
in the UV wavelengths even from the ground. Such mea-
surements are currently available only at few sites (Krotkov
et al., 2005; Arola et al., 2007). AAOT or SSA values can
be obtained in AERONET aerosol stations but they are deter-
mined only in visible-infrared wavelengths (shortest 440nm)
and with a high associated uncertainty. Otherwise, new satel-
lite aerosol absorption product from the OMI (Torres et al.,
2007), ifprovedsensitivetoboundary-layeraerosol, couldbe
used for operational improvement in the future version of the
OMUVB algorithm. This is currently the subject of ongoing
research.
Therefore taking into account currently available aerosol
information at our site we need a) to evaluate the absorb-
ing aerosols optical thickness at our site and b) to analyze
its inﬂuence in OMI bias. This is an extensive work which
has been carried out in a companion paper (Cachorro et al.,
2010).
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Figure 3 
 
Fig. 3. Top) Dependence of the relative difference between OMI
and Brewer UVER data with respect to the aerosol optical depth
(AOD) at 440nm measured from the Cimel photometer at El
Arenosillo station for cloud-free conditions (dataset #2). Bottom)
the same as before but taking binned data for the four UV OMI
products. The data are binned with a 0.1 AOD bins.
4.5 Seasonal dependence
Buchard et al. (2008) analyzed the dependence of the relative
differences between OMI UV data and ground-based mea-
surements on SZA, showing larger discrepancies for SZA
higher than 65◦. Kazadzis et al. (2009) showed no statis-
tically signiﬁcant dependence on SZA for the OMI-Brewer
relative UV differences at Thessaloniki. Thus, this depen-
dence is also analyzed in this study. In Fig. 4 the relative
differences (MBE) between ground-based and OMI UVER
data are compared as a function of the OMI ground pixel
SZA for all sky conditions. Figure 5 shows similar binned
data including all OMI data sets with error bars representing
standard errors. The data are binned with a 4.25◦ SZA bins.
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Figure 4 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
Fig. 4. Dependence of the relative difference between OMI and
Brewer for UVER with respect to OMI solar zenith angle (SZA).
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Figure 5 
 
 
 
 
 
 
 
 
 
 
 
 
Fig. 5. The same as Fig. 4 but taking binned data for (a) all sky
conditions (dataset #1); (b) for cloud-free sky condition or dataset
#2; (c) dataset #3 and (d) dataset #4. The data are binned with 4.25◦
bins.
For dataset #1 (all sky data), Figs. 4 and 5a show a small
bias dependence (about 8%) on SZA, with the bias decreas-
ing with SZA, from about 17% to 9%. For dataset #2 and #3
(Fig. 5b and 5c), this dependence is reduced and no depen-
dence is seen for dataset #4 (Fig. 5d). Although only UVER
is shown, this evaluation was also performed for the other
spectral UV products and we observe that 324nm wave-
length compares best.
Atmos. Chem. Phys., 10, 5979–5989, 2010 www.atmos-chem-phys.net/10/5979/2010/M. Ant´ on et al.: Part 1: Analysis of parameter inﬂuence 5987
 
 
 
 
30 
 
 
 
 
 
 
 
Figure 6  Fig. 6. Monthly evolution of the relative difference between OMI
and Brewer UVER data for (a) all sky conditions (dataset #1); (b)
for cloud-free sky condition or dataset #2 (up right); (c) dataset #3
and (d) dataset #4.
The UV bias time series as function of month (Fig. 6) re-
veal a notable seasonal dependence for the dataset #1, with
amplitude about 10%, increasing from 10% in winter to al-
most 20% in summer. This seasonal amplitude is reduced
by a factor of 2 when cloud-free and low aerosol load cases
are selected (dataset #3), showing two peaks as observed in
a previous TOMS-Brewer comparison (Ant´ on et al., 2007).
These two peaks in March–April and summer are consistent
with AOD climatology at our station and roughly correspond
to the periods with frequent desert dust intrusions (Toledano
et al., 2007a, b). This indicates that clouds and aerosols
together with SZA greatly affect the seasonal dependence
found in this work for all sky conditions.
5 Conclusions
This study focuses on the comparison between OMI and
Brewer surface UV products at El Arenosillo station (South
ofSpain)fortheperiodOctober2004–December2008where
we studied the inﬂuence of several factors: clouds, aerosols,
ozone, solar elevation and aerosols. Our results conﬁrm that
OMUVB products overestimate the Brewer measurements
with bias between 8% and 14% for all sky conditions. We
found no signiﬁcant changes when cloud-free conditions are
selected.
The relationship between the OMI-Brewer differences and
the OMI LER showed a slight dependence with OMI LER,
with notable bias for larger values. Thus, the cloudiness is
the main factor that introduces scatter in the satellite-ground-
based correlation for all sky conditions. This study shows
that the OMI-TOMS total ozone column used as input in the
OMUVB algorithm has no affect on the relative differences
between OMI and Brewer UV products.
The relative differences between OMI and Brewer UV
products show a modest decrease with SZA for all sky con-
ditions except days with high aerosol loading, when the bias
is near constant. This fact causes a pronounced seasonal de-
pendence of the bias with the largest differences occurring
during summer. The amplitude of this seasonal dependence
is notably reduced when cloud-free and low aerosol loads
conditions are selected, but each data set shows its own fea-
tures. Thus, for instance, cloud-free conditions (dataset #2)
and low aerosol load (dataset #3) clearly shows the modula-
tion given by the aerosol climatology in this area.
The inﬂuence of aerosols is broadly observed when cloud-
free case is considered in our station. According to the re-
cent OMI UV validation results of Taskanen et al. (2008),
our comparisons fall within “the middle of the range” of
other ground UV stations. However, new measurements of
aerosol absorption (i.e. single scattering albedo, SSA) must
be conducted to improve the estimated OMI UV values. A
more detailed analysis of aerosol optical properties at our site
has been carried out in a companion paper (Cachorro et al.,
2010).
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